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In-Situ Transfer Standard and Coincident-View
Intercomparisons for Sensor Cross-Calibration
Kurt Thome, Joel McCorkel, and Jeff Czapla-Myers
Abstract—There exist numerous methods for accomplishing
on-orbit calibration. Methods include the reflectance-based ap-
proach relying on measurements of surface and atmospheric prop-
erties at the time of a sensor overpass as well as invariant scene
approaches relying on knowledge of the temporal characteristics
of the site. The current work examines typical cross-calibration
methods and discusses the expected uncertainties of the meth-
ods. Data from the Advanced Land Imager (ALI), Advanced
Spaceborne Thermal Emission and Reflection and Radiometer
(ASTER), Enhanced Thematic Mapper Plus (ETM+), Moderate
Resolution Imaging Spectroradiometer (MODIS), and Thematic
Mapper (TM) are used to demonstrate the limits of relative
sensor-to-sensor calibration as applied to current sensors while
Landsat-5 TM and Landsat-7 ETM+ are used to evaluate the
limits of in situ site characterizations for SI-traceable cross cali-
bration. The current work examines the difficulties in trending of
results from cross-calibration approaches taking into account
sampling issues, site-to-site variability, and accuracy of the
method. Special attention is given to the differences caused in
the cross-comparison of sensors in radiance space as opposed to
reflectance space. The results show that cross calibrations with
absolute uncertainties < 1.5% (1σ) are currently achievable
even for sensors without coincident views.
Index Terms— Advanced Land Imager (ALI), Advanced Space-
borne Thermal Emission and Reflection Radiometer (ASTER),
cross-calibration, Enhanced Thematic Mapper Plus (ETM+),
Moderate Resolution Imaging Spectroradiometer (MODIS), SI-
traceability, Thematic Mapper (TM), vicarious calibration.
I. INTRODUCTION
THE GOAL of cross-calibration is to allow accurate in-tercomparison of sensor data. Note that there is a subtle
difference between intercomparison and cross-calibration. A
radiance intercomparison implies that spectral radiance derived
from two or more sensors can be compared to determine their
level of agreement. Ideally, the derived results, when viewing
the same source at the same time, will agree within the stated
uncertainties for the sensors. Such a comparison is effectively
a validation of each sensor’s calibration. Cross-calibration uses
intercomparison data sets, but the calibration of one sensor is
adjusted so that the spectral radiance from both sensors match
taking into account view, spectral, and temporal differences.
Technically, the term “cross-calibration” is strictly no different
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than any other calibration, but the descriptive nature of the term
is still of use in this context and while strictly not correct,
cross calibration and intercomparison are used interchangeably
in this paper for simplicity.
Cross-calibration methods are used extensively for both on-
orbit and prelaunch characterization and the typical method
relies either on knowledge of a source that is common to
both sensors or a reference detector that can place multiple
sources on the same scale. As described below, one approach
to cross-calibration (both on orbit and in the laboratory) uses
near-coincident views of the common source. More recent
work has emphasized methods that do not require simultaneous
data collections but evaluate the temporal nature of the source
through laboratory transfer radiometers, in situ measurements
of ground scenes, or assume the sources to be invariant or
characterizable over small time periods.
Accurate radiometric calibration based on well-defined and
reproducible protocols allows comparison of data from two
sensors calibrated in different facilities with agreement within
the stated uncertainties when the sensors view a common
source. Such a concept had been demonstrated in the laboratory
through traveling transfer radiometers participating in round-
robin exercises [1]–[3]. Approaches have been developed for
similar comparisons between two satellite-based imagers while
on orbit.
One of the first applications of cross-calibration techniques
dates to Hovis et al. who measured the radiance above a ground
target from a high-altitude aircraft to verify the degradation
of the response of the Coastal Zone Color Scanner’s shorter
wavelength bands [4]. A similar approach was used for the
calibration of the Advanced Very High Resolution Radiometer
(AVHRR) via sensors onboard the ER-2 aircraft [5]. The basic
concept is straightforward. The two sensors view the same test
site at the same time from the same viewing geometry with
identical spectral bands.
The approach has been applied to cases where both sen-
sors are on orbit with data sets that have nearly coincident
views of the same test site. The Simultaneous Nadir Overpass
(SNO) method is one such approach and it obtains a large
number of near-coincident views near the poles for typical
sun-synchronous, near-polar orbits [6]–[8]. Such overlapping
data sets limit the approach to spectral regions for which the
radiance from snow and ice can be well predicted. Uncertainties
in the approach tend to be dominated by spectral differences
between sensors and bi-directional reflectance effects.
As mentioned, the ideal case is one for which the data from
both sensors are coincident in time with identical view and
solar geometries. Teillet et al. developed a technique to account
for small changes in view and solar geometry by using an
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airborne sensor to derive the surface reflectance of a test site
both spatially and spectrally and predicts at-sensor radiance
relying on coincident atmospheric data [9]. Such an approach
allowed the intercomparison of a wide array of sensors viewing
the Railroad Valley test site on a single day but at varying
times and with varying view angles [10]. The advantage of the
method is that the hyperspectral basis of the surface reflectance
characterization limits errors due to spectral mismatch between
sensors being compared [11].
The characterization can also be based on a model-centric
approach in which one sensor is used to understand the relative
changes in surface reflectance from solar illumination and view
angle effects. The method has been applied quite successfully
for the comparison of AVHRR sensors over time based on
desert scene data [12]. Alternatively, the characterization can
rely completely on in situ measurements at the time of both
sensors, in which case the in situ measurements themselves act
as the transfer standard [13].
The current work examines cross-calibration results from a
coincident-view pairing as well as from those relying on in situ
measurements as a transfer standard. Data from the Advanced
Spaceborne Thermal Emission and Reflection and Radiometer
(ASTER) and Moderate Resolution Imaging Spectroradiometer
(MODIS) are used in the coincident view case to demon-
strate the uncertainties encountered in the most straightforward
situation. The simultaneity of the data should improve the
comparisons between the two sensors but differences are still
caused by sampling issues, site variability, and accuracy of the
method. Special attention is given to the differences caused in
the cross-comparison of sensors in radiance space as opposed
to reflectance space.
The in situ transfer standard uses four sensors, the Advanced
Land Imager (ALI), ASTER, Landsat-7 Enhanced Thematic
Mapper Plus (ETM+), and Landsat-5 Thematic Mapper (TM).
All four have similar spatial resolution with similar spectral
bands in the reflective portion of the spectrum. The current
work demonstrates that the precision of cross comparisons
using the reflectance-based method as the reference approaches
1.4% (1σ) (note that all uncertainties given here are 1− σ
values). The sensors used here are limited to those with mod-
erate resolutions from 15 to 30 m resolution but do not have
coincidence in time. Analysis of the results indicates that this
uncertainty can be improved through additional field instrument
characterization, and higher frequency of observations.
The paper begins with a brief description of the reflectance-
based approach as it applies to this work and the sensors
considered. The intercomparison between sensors with
coincident-date overpasses are presented followed by an analy-
sis approach between the Landsat-5 and Landsat-7 sensors. The
results demonstrate that appropriate handling of in situ data
leads to results with uncertainty on the order of the empirically-
based cross-calibration methods using pseudo-invariant sites.
II. REFLECTANCE-BASED APPROACH
The reflectance-based method uses ground-based measure-
ments to characterize the surface of a test site and the atmo-
sphere over that test site. The results of these characterizations
are inputs to a radiative transfer code to predict at-sensor
radiance. The approach has been used for a wide range of
spatial resolutions by characterizing areas ranging from 104 to
106 m at test sites ranging in sizes from 100-m parking lots to
30 km dry lakes [14], [15]. The work shown here relies on data
collected at the Railroad Valley Playa test site in Nevada and
Ivanpah Playa in California. Details of the reflectance-based
approach and both sites can be found in other sources, so only
a brief overview is given here [14].
Test Sites: The Railroad Valley test site is in central Nevada
and has an overall size approximately 15 km × 15 km. The
playa’s 1.5-km elevation, location in a region with typically
clear weather, low aerosol loading, and high surface reflectance
makes it a good site for the reflectance-based approach. Typical
atmospheric conditions at the site include an average aerosol
optical depth at 550 nm of 0.060 [16]. The reflectance of the
playa is generally greater than 0.3 and relatively flat spectrally
except for the blue portion of the spectrum and an absorption
feature in the shortwave infrared. Ground-based measurements
of the directional reflectance characteristics of the playa show
it to be nearly lambertian out to view angles of 30 ◦ for
incident solar zenith angles seen for overpasses of Terra and
Landsat [17].
The Ivanpah Playa test site has similar reflectance charac-
teristics but is in general brighter than Railroad Valley Playa.
Ivanapah Playa is significantly smaller than Railroad Valley
Playa with a width of approximately 3 km and length of 5 km.
The surface is much harder and is susceptible to standing water
in the winter and after heavy summer rains. The elevation of
0.8 km makes atmospheric effects more important and the site
has an average aerosol optical depth at 550 nm of 0.084 [15].
Sensor Overview: Five sensors are used in this work, ALI,
ASTER, ETM+, MODIS, and TM. ASTER, which is on the
Terra platform, has a 60-km swath width with 14 total bands
in the visible and near infrared (VNIR), shortwave infrared
(SWIR), and thermal infrared (TIR) [18]. The spatial resolution
of the three VNIR bands is 15 m and that of the six SWIR
bands is 30 m. The VNIR and SWIR sensors are pushbroom
systems. MODIS is also on the Terra platform with a 2330-km
swath width and spatial resolutions of 250, 500, and 1000 m
[19]. Only those bands with near matches to ASTER spectral
bands are considered here and these are restricted to the 250 and
500 m bands.
ETM+ and TM are nearly identical copies of each other. The
sensors rely on a whiskbroom scanning approach to allow for
the relatively large 185-km swath width. A warm focal plane is
used for the four 30-m VNIR bands, and, in the case of ETM+,
the 15-m panchromatic band. A cold focal plane is used for the
two SWIR bands and also for the single TIR band. The TIR
band has 120-m spatial resolution for TM and 60-m resolution
for ETM+. ALI was designed to provide imagery with the same
aspects of TM and ETM+ such as spatial resolution, swath
width, spectral bands, orbit, and overpass time but with an
additional three bands, panchromatic resolution improvement,
and a higher 12-bit quantization [20]. One fundamental dif-
ference between ALI and previous Landsat instruments is that
it is a pushbroom system rather than a whiskbroom. Another
distinct improvement of ALI is that the more technologically
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TABLE I
BANDS AND CENTRAL WAVELENGTHS FOR
ALI, ASTER, ETM+, AND TM
advanced design has about one-fourth the mass, one-fifth
the power consumption, and about one-third the volume of
Landsat 7.
The spectral bands for each sensor are listed in Table I.
Reference is made throughout the paper to the band numbers
for each of the sensors. The MODIS bands may appear to be
oddly numbered, but it is the result of numbering bands ac-
cording to spatial resolution and applications rather than center
wavelength. The first two bands are 250-m NDVI bands. The
next five bands are 500-m bands primarily for land applications.
Bands 8 and 9, which are included only to complete the table,
are 1-km ocean color bands and are not considered here. The
other 27 spectral bands for MODIS are omitted for simplicity.
The table shows that many of the bands are similar but with
distinct differences. The differences between bands also extend
to the bandwidths and these play a role when atmospheric ab-
sorption is considered. One critical point to consider related to
this work is that cross-calibration of sensors must consider the
band differences to provide accurate results [11]. The method
described in this work considers these band effects.
There are several key platform parameters that are important
for this work. Landsat-7 and Terra are separated by only 30 min-
utes in their orbits. ALI on the Earth Observing One plat-
form was originally in an orbit within minutes of Landsat-7
but the platform has been allowed to drift since 2005 and
no longer coincides with Landsat-7 in either day or time.
Landsat-5 is in an orbit that is eight days out of phase from
Landsat-7 and Terra. All of the data used in this work has a
view angle for the sensors that is < 30◦ from nadir.
III. COINCIDENT-VIEW RESULTS
As described, the most straightforward cross-calibration ap-
proach is one in which the sensors view the same area with the
same view angle at the same time. Ideally, the spectral bands
would also be identical. The ASTER/MODIS intercomparison
case satisfies all but the last, in that while several bands are
similar between the sensors, they are not identical. The results
shown here have been corrected for spectral differences by us-
ing ground-based spectral measurements over a representative
region to modify the MODIS-based radiances at the sensor to
predict those for the ASTER spectral bands. Only the Railroad
Valley test site has surface reflectance measurements on a scale
suitable for MODIS and these have been made across an area
roughly 1 km × 1 km. The spectral correction derived for each
of the three band pairs for the ASTER VNIR vary from 1–5%
depending on date and spectral band related to cross-calibration
approaches.
The other advantage to using the Railroad Valley test site is
it permits a relatively large number of ASTER data sets to be
used. A drawback of the ASTER sensor is that its relatively
narrow swath width of 60 km coupled with data rate limitations
of the Terra platform requires that the sensor be tasked to collect
data over a given area. That is, while MODIS data are con-
tinuously collected, ASTER data are not. The Railroad Valley
site is one of the highest frequency collections by ASTER due
to the site’s use as a reflectance-based calibration site. Even
so, less than 40 ASTER observations of the Railroad Valley
region exist over a five-year period from launch to 2004. Such
a small number of observations limit the approaches ability
to determine a statistically significant trend in the radiometric
calibration. However, it still permits an evaluation of the abso-
lute calibration accuracy of ASTER as well as the precision of
cross-calibration.
The MODIS and ASTER geolocation information are used
to register the two data sets. The full playa is used to determine
the cross-calibration relying on areas greater than 10 km2 for
all data shown that corresponds to more than 40 MODIS pixels
and 4000 ASTER pixels. The varying number of pixels used
from case to case is a result of fewer pixels for dates where the
view angle is off nadir and those dates when pointing of the
sensor was such that the playa was not imaged in the center of
the ASTER scene.
Fig. 1 shows the calibration coefficient derived for the VNIR
bands of ASTER based on radiances derived from MODIS rely-
ing on its onboard calibration method. Calibration coefficient is
defined here in terms of counts per unit spectral radiance where
counts are the digital output from the sensor for the pixels of
interest. The uncertainty, as discussed below, in the derived co-
efficients is slightly larger than the vertical size of the symbols
in the graph. Similar results are obtained for the SWIR bands
but are somewhat complicated by the presence of an optical
crosstalk in the ASTER channels which has not been corrected
in the data used here. The corresponding band pairs are ASTER
band 1 to MODIS band 4, ASTER band 2 to MODIS band 1,
and ASTER band 3 to MODIS band 2. The requisite figures
showing the relative spectral responses of each band are shown
in Fig. 2 and show that the spectral bands are very similar
in location but the band widths and shapes are not identical.
The approach begins with a spectral reflectance measured on
the ground for a large area of Railroad Valley that was collected
on the nearest date matching the cross-calibration date. The
surface is assumed to be lambertian. At-sensor reflectance is
computed based on average atmospheric conditions derived
from on-site, ground-based solar radiometer measurements and
the sun-sensor geometry for the Terra platform. The at-sensor,
predicted hyperspectral reflectance is band averaged using the
best estimate for the ASTER and MODIS relative spectral
responses providing a correction factor specific to the individual
date. The reported MODIS at-sensor reflectance is multiplied
by the correction factor to give an equivalent ASTER at-sensor
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Fig. 1. ASTER Level 1A calibration coefficients derived from similar MODIS
spectral band data over Railroad Valley Playa. Also shown are data from lamp-
based onboard calibrator data.
reflectance which is converted to an at-sensor radiance using
the sun angle for the data set and an appropriate solar irradiance
model.
The calibration coefficient (G) for ASTER is computed us-
ing the offset (DNoﬀset) for the given band, reported digital
numbers (DNimage), and the at-sensor radiance (Lat−sensor)
according to
G =
(DNimage −DNoﬀset)
Lat−sensor
.
The first notable feature in Fig. 1 is that the onboard cal-
ibrator data show degradation with time for all three bands
with Band 1 showing the largest degradation of 28% over the
data shown and 18% and 11% degradation for the other two
bands. The cross-calibration data show statistically identical
degradation for all three bands over ASTER’s first 600 days on
orbit (10%, 6%, 3% for the onboard data) and for band 3 there
is no statistical difference between the onboard calibrator and
the cross-calibration results for the entire length of time shown.
The onboard calibrator for bands 1 and 2 shows statistically
larger degradation than that obtained from the cross-calibration.
Similar results have been obtained from direct application of
the reflectance-based data sets [21] giving confidence that the
onboard calibrator data are suffering degradation. One conjec-
Fig. 2. Relative spectral response data for MODIS/ASTER band pairs used in
the current work.
ture is that the onboard calibrator’s relay optics are degrading
over time.
The other notable feature in the data is the variability in
the derived calibration coefficient for ASTER. Examination of
the data after day 800 for which the calibration coefficient of
ASTER appears reasonably stable with time shows variability
of 1.2%, 1.6%, and 1.7% for Bands 1, 2, and 3, respectively.
These values are used as surrogates for the relative uncertainty
of the method and on the graph correspond to being slightly
larger than the size of the square symbols. Absolute uncertainty
is dominated by the absolute uncertainty of the MODIS sensor
which is constant in time. The results shown here are on par
with those obtained over desert sites but those cases were not
coincident view situations [12]. The causes of the scatter cannot
be due to surface directional reflectance nor atmospheric effects
because of the shared platform. The only sources of error must
be 1) the spectral correction; 2) registration of the common
areas used for the cross-calibration; and 3) temporal variability
in the sensors relative to one another.
1092 IEEE TRANSACTIONS ON GEOSCIENCE AND REMOTE SENSING, VOL. 51, NO. 3, MARCH 2013
The data shown in Fig. 1 have been corrected for the spec-
tral reflectance of the playa based on surface reflectance data
collected at the site close in time to the cross calibration.
Two effects may still be present. The first is that the area
measured on the ground does not correspond exactly to the
region used for the cross-calibration. The effect is that spatial
non-uniformity of the spectral reflectance leads to uncertainties
in the spectral correction. The second effect is that the spectral
reflectance of the playa is not invariant in time and thus small
changes in surface moisture or other temporal changes in the
surface can lead to an incorrect spectral correction between the
sensors.
Registration errors between the two sensors were exam-
ined by shifting the areas for each sensor used for the cross-
calibration relative to one another. The relative large number of
MODIS pixels used and ensuring that the region of the playa
does not include those pixels near the edge of the playa mini-
mizes the registration effects to be nearly negligible. Note that
atmospheric adjacency effects should not play a role, except
for the small differences that might be caused by the different
spectral responses of the sensor. Spatial response of the MODIS
sensor coupled with the spatial inhomogeneity of the playa
could play a role and will be investigated in future work, but
again it is expected that this effect is small because more
than 5 MODIS pixels in the cross-track direction are included
in the averaging.
The last factor, temporal variability of the sensors, is the
ultimate goal of cross-calibration work. The results shown here
show the difficulty in determining temporal variability of the
sensor response when the calibration approach itself has sig-
nificant variability. One approach to solving this problem is to
increase the number of data points available for analysis which
has the effect of making the determination of outliers more
straightforward, improves overall understanding of the cause
of scatter in the data sets, and allows for improved analysis of
means and trends.
Such an increase in the number of data sets is straightforward
for wide-swath, 100% duty cycle sensors, but is not quite as
simple for on-demand sensors such as ASTER. One must keep
in mind that the ultimate use of the sensors is for science
applications. Thus, tasking the sensor for calibration purposes
leads to the loss of science data. Fig. 3 demonstrates this to
some extent. The data shown in Fig. 3 are a repeat of the
Band 1 data from Fig. 1 but also includes cross-calibration
data points from White Sands and from multiple African desert
sites all of which have seen use in past vicarious calibration
efforts [12]. The specifics of these sites are not critical for this
work except that White Sands cannot be imaged by ASTER
without the loss of data from a long-term ecological monitoring
site and the African test sites do not have ground-based data
to supply band corrections for cross-calibration approaches.
The competition between scheduling science collects and cross-
calibration collections, coupled with the fact that White Sands
saturates ASTER band 1 in late spring to early fall means that
only a relatively small number of data points are available. The
clustering of data sets early in the sensor lifetime demonstrates
the shift in priorities from sensor understanding early in the
mission to operational science collections later.
Fig. 3. ASTER Band 1 cross-calibration results for multiple test sites as
compared to reflectance-based results.
The 1σ relative uncertainty for a single data point caused by
registration is slightly larger than the size of the data points. The
uncertainty due to spectral differences is minimal for the White
Sands and Railroad Valley data, but is significant for the African
data. The upper graph of Fig. 3 shows the results obtained by
using the best-estimated spectral reflectance of the surface. In
the case of the multiple African sites this relies on laboratory
spectra with a secondary correction forcing agreement around
day 100 for which data from the multiple sites were available
near in time to each other. It is clear from the upper graph that
either there are significant scene-based effects between the test
sites as evidenced by the lack of agreement later in the mission
lifetime or an additional bias is present. The most likely bias is
caused by the spectral differences between ASTER and MODIS
not being properly corrected. That is, the knowledge of the
spectral reflectance is not sufficient in this case.
The stability of the ASTER response after day 1200 allows
for a simple correction of the African data to match the results
from Railroad Valley Playa. Such an empirical approach is
commonly used for cross-calibration of narrow-swath sensors
based on the assumption that uncertainty in the knowledge of
the spectral reflectance dominates the error budget. Such an
approach does not lead to traceable calibration and one of the
purposes of the current work is to discourage such empirical-
only methods. The resulting correction is still of interest to
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Fig. 4. Radiance to radiance comparison between ASTER and MODIS at
Railroad Valley Playa using subset of data shown in Fig. 1
highlight day-to-day variability and is shown in the lower graph
and demonstrates the improved agreement between the African
and Railroad Valley results. No correction has been made to
the White Sands data due to the lack of data after day 1200. An
improved correction could be achieved through the recent avail-
ability of on-orbit hyperspectral data sets, but the scatter in the
Railroad Valley data still demonstrates the difficulty of apply-
ing the spectral correction when working with ground sites.
Note that large size of the African test sites allows the entire
60-km ASTER scene to be averaged for the cross calibration.
Reflectance-based results from ASTER [21] do not show a
dependency of the ASTER calibration across the swath, but it
is not possible to rule out completely that the large extent of
the high-reflectance desert sites could be responsible for some
of the bias seen in Fig. 3 between the smaller test sites and
the larger test sites. The test sites are also quite uniform. The
cause of the scatter seen in Fig. 3 is a result that each individual
African site has its own unique spectral reflectance creating
slightly different spectral band difference effects at each site.
The scatter seen in Figs. 1 and 3 demonstrates the difficulties in
performing cross-calibration even under the ideal conditions of
identical view and simultaneous collections.
An alternate method for comparing ASTER and MODIS
is through radiance intercomparisons. The results shown here
purposely do not include a spectral correction to emphasize the
philosophical issues with making such a correction on at-sensor
radiance. Fortunately, the spectral differences do not affect the
specific points that are to be made for the cases shown here.
Fig. 4 shows the radiance intercomparisons using a subset of the
dates from Fig. 1 at Railroad Valley. Bands 1 and 2 of ASTER
compared to Bands 4 and 1 of MODIS are shown. The radiance
values used for both sensors are based on each sensor’s Level
1B data sets. The narrow line is the linear, least-squares fit and
the thicker line is the one-to-one line. A deviation from the one-
to-one line indicates a bias in the intercomparison, which in
Fig. 5. Calibration coefficients for ASTER Band 1 based on reflectance-based
results at multiple test sites.
this case could be a spectral-difference effect or a difference in
calibration.
Of interest in Fig. 4 is that ASTER band 1 appears to agree
well with MODIS band 4 but with a relatively large amount of
scatter. In reality, there is a significant bias seen in the ASTER
band 1 results relative to MODIS, but this is masked by the fact
that saturated ASTER data still provide a time varying radiance,
and also reflectance, in the Level 1B data products that appears
to be valid. Such results are straightforward to recognize, but
as larger data sets at multiple sites with multiple sensors are
used for cross-calibration, and more automated methods are
developed, such nuances can be easily overlooked. The Band 2
results for ASTER show a good correlation, indicating the
quality of the intercomparison, but the deviation from the one-
to-one line is statistically significant and larger than the absolute
uncertainties for both sensors.
IV. IN -SITU TRANSFER STANDARDS
An alternate approach to cross-calibration is to use the
reflectance-based method as a transfer standard. Fig. 5 shows
the results of the reflectance-based method for Band 1 from
ASTER. The dashed line in the figure represents the average
of the calibration derived after day 500 and the solid lines
are ± one standard deviation from the average. Day 500 was
chosen as the point for which the degradation in seen in the
data appeared to stabilize. The data shown in Fig. 5 and in
Fig. 1 have similar degradation giving confidence in both sets of
results. The temporal frequency of the data and the precision of
the reflectance-based approach prevent trending of the data with
any statistical confidence, but the change in coefficients is read-
ily apparent. The results later in the lifetime of ASTER show
the scatter that is one of the main issues with the reflectance-
based approach. No single cause has been found to date to
explain the scatter in the data. The notable outlier near day
1000, for instance, was from a cloud-free day with good surface
conditions. Examination of ancillary information from that date
indicates the reflectance data were collected with a borrowed
spectrometer operated by an inexperienced user. Such outliers
are removed from calculations of calibration coefficients, but
only when a just cause is found beyond the fact that the data
does not match the average.
Similar graphs can be produced for other bands of ASTER
and similarly for ALI, ETM+, and TM. The results of the work
for all four sensors show that the reflectance-based method is
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Fig. 6. Cross-comparison results between ASTER and ETM+ allowing the determination of a cross-calibration between the two sensors. Data are based on Level
1B data from ASTER processed with post-2006 calibration.
useful in detecting sensor degradation and anomalies. This is
evident in the results for ASTER which show degradation in
the VNIR bands, an optical crosstalk effect in the shortwave
infrared, and the change in offset due to a cooler problem for
the SWIR bands. Trending of degradation is difficult due to the
variable nature of the results but use of the reflectance-based
results as a transfer standard is feasible.
Using the reflectance-based method as a transfer standard
relies on comparing the sensor calibrations relative to the in situ
data. Likewise, one could compute the calibration coefficients
for each individual sensor using the reflectance-based approach
and the consistency and traceability of the method would in-
herently provide consistency between the sensors of interest.
That is, using a calibration coefficient determined from sensor
output and vicarious prediction provides a set of coefficients
that cross-calibrates the sensors using the vicarious results as a
transfer standard.
Fig. 6 follows the idea of developing a set of calibration
coefficients for a single sensor that allows it to compare well
with a different sensor. Consider the case where a user already
has a set of ETM+ data and they wish to include ALI and
ASTER data in the study. Fig. 6 shows the average percent
difference between the reported radiance from a given sensor
using its best calibration coefficient and the radiance predicted
by the reflectance-based approach. The averages represent at
least five data points for each sensor covering similar periods of
time for which the calibration of a given sensor is known to be
stable. The error bars for each sensor relate to a single standard
deviation of the average.
Then comparisons of the ALI and ASTER results against the
reflectance-based method shows Band 1 of ASTER disagrees
by 6.8% with ETM+ band 2 and a similar value for Band 2 of
ALI. The user should then adjust all of their ASTER Band 1
data by 6.8% to gain agreement between the two sensors. Such
an approach is usually needed when similar bands are being
compared, but the approach becomes more difficult to apply
when the desire is to use all of the ASTER bands in the study
and the hope is to have a consistent ETM+/ALI/ASTER data
set. In that case, the SWIR bands 7–9 could be corrected to
agree with the corresponding ALI or ETM+ band, but this may
not necessarily be the best approach. The recommended method
in such a case would be to correct both data sets relative to the
0% line in both graphs.
The other issue with this approach is that it does not readily
lend itself to cases where there are changes in the calibration
of the sensor with time. The solution to these situations is to
use whatever methods are needed to determine the temporal
changes in the radiometric calibration and then use the cross-
calibration approach to anchor that radiometric calibration
curve. The TM sensor is a good example of a system that has
suffered significant degradation with time. TM is also a good
test bed for this approach since a cross-calibration with TM and
ETM+ using typical methods is not trivial due to the eight-day
difference in orbit. In addition, the stability of TM and ETM+
in recent years allows for an evaluation of the limits of the
precision of this approach.
The first step in the Landsat-5 TM calibration determination
is to find the best dates from the reflectance-based method at
all sites. The period 2004 to 2005 was chosen as the cross-
calibration period since ground data collected during that period
showed good agreement between the in situ results and the
preflight calibration of ETM+ [17], [18]. The two-year time
frame also corresponds to a time period for which sensor
degradation is negligible for both TM and ETM+ is minimal.
The sensor stability allows averages to be determined for the
full two years giving a sufficient number of dates to evaluate
accuracy and precision. Later dates are not included due to
the issues with the Landsat-5 platform beginning in December
2005 causing complications in scheduling field collections and
a lack of ground data.
Table II shows eight Landsat-5 TM dates in 2004 and 2005
for which there are in situ results. An additional nine dates of
collection were attempted during the period with poor weather
or poor surface conditions/snow preventing data collections
in January, February, March, and June 2004, and January,
February, March, April, and November 2005.
The goal of this work is to provide the Landsat-5 TM
calibration with the highest confidence, thus it was decided
to use only the “best” days of reflectance-based results for
the period. Many options for selecting the dates are available
ranging from selecting those dates with the lowest atmospheric
optical depths, the highest surface reflectance, a specific aerosol
size distribution, a certain season, etc. The process applied here
is to scale each of the calibration coefficients in a band relative
to the average for that band. The scaled coefficients on a given
date are then averaged across the bands and a standard deviation
is computed. Dates with the smallest standard deviations are
kept and these are shown in Table III.
The standard deviations of the averages for each of the eight
dates ranged from 0.9 to 2.1%. An arbitrary cut off of 1% was
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TABLE II
TM RESULTS FOR EIGHT DATES (WITH ASSOCIATED DAYS SINCE LAUNCH USED TO DETERMINE CROSS-CALIBRATION
PARAMETERS FOR ETM+. STD DEV. IS THE STANDARD DEVIATION OF THE AVERAGE OF THE EIGHT DATES
GIVEN BOTH AS PERCENT (%) AND IN TERMS OF CALIBRATION COEFFICIENT
TABLE III
SELECTED FOUR DATA SETS OF TM RESULTS SCALED RELATIVE TO BAND 3. STD DEV. IS THE STANDARD DEVIATION OF THE
AVERAGE OF THE FOUR DATES GIVEN BOTH AS PERCENT (%) AND IN TERMS OF CALIBRATION COEFFICIENT
selected since this was both a natural break point in the data set
as well as leaving four days of data to be used. This number
of dates is important as statistical analysis of the expected
accuracies shows that four data sets are sufficient to estimate
the calibration coefficient to within 2.5% at a 95% confidence
interval [18]. The dates omitted from further analysis and their
standard deviations are 16 December 2004 (1.9%), 17 June
2005 (1.6%), 12 July 2005 (2.1%), and 19 July 2005 (1.3%).
It is of interest to understand the causes of the larger scatter
on certain dates, though the cause is not critical for this analysis.
Likely sources of band-to-band scatter on a given date are
spectral-spatial variations in the surface reflectance, errors in
knowledge of atmospheric conditions including the use of an
incorrect aerosol model, processing errors, and larger than
normal noise in the reflectance measurements. The average
values for the calibration coefficients for the full data set and the
four selected data points changed by only a small amount with
the largest differences for bands 5 and 7 which both decreased
by 0.7%. Small increases in the standard deviations are seen in
all bands.
A further conditioning step is applied by recognizing that
all bands have a similar bias from the average for a given
date. Such a correlated effect implies that the reflectance-based
results on a given date have a consistent bias. The most likely
cause is a bias from the surface reflectance measurements since
the spectral effect is small. The data conditioning is to scale
each of the data points by an amount determined from the
bias in a selected band from its average. The average of Band
3 remained the same between the eight- and four-date data
sets and Band 3 was selected as the reference band. Ratios
of the difference between the calibration coefficient for band
3 on a given date to the average are computed and used to
scale all other coefficients. The scaled coefficients are shown
in the Table III. It should be noted that these two scaling steps
described above are actually quite similar in concept to other
data conditioning methods used for intercomparison studies and
lunar calibration [22].
The results shown in Table III for Band 3 are the same since
it was the band scaled relative to its own average. The results
for other bands show effectively no change in the average
with dramatic improvements in the standard deviation. The
results shown here are believed to be the best estimates for
the absolute radiometric calibration coefficients for Landsat-5
TM. Note that the average calibration coefficients do not change
significantly from the full data set to the re-normalized and
scaled coefficients.
A similar process has been applied to ETM+ data. Key differ-
ences are that a total of 17 data sets were available for ETM+ for
the 2004–2005 period. Using a 1% standard deviation screening
for scatter left seven dates in the period giving the averages
and standard deviations shown in Table IV, and scaling relative
to band 3 gives the last two rows of the table. Additionally,
results after scaling relative to Band 4 have been included for
reference.
Users of ETM+ data will most likely use preflight cali-
bration information for ETM+. It makes sense then, to nor-
malize the TM calibration coefficients relative to the ETM+
preflight calibration. This is done by multiplying the TM
coefficients by the ratio of the ETM+ preflight calibration
to the scatter-screened, band-normalized ETM+ results. This
gives the final, best estimate values for the TM calibration
coefficients that will produce ETM+ equivalent radiances based
on preflight calibration of ETM+. The values are shown in
Table V.
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TABLE IV
AVERAGE CALIBRATION COEFFICIENTS AND STANDARD DEVIATIONS FOR 17 DATES FOR THE SAME TIME PERIOD AS THE EIGHT TM DATES SHOWN
IN TABLE III. AVERAGES ARE ALSO COMPUTED FOR SELECTED SEVEN ETM+ DATES AS WELL AS NORMALIZED RESULTS TO BANDS 3 AND 4
TABLE V
TM CALIBRATION COEFFICIENTS BASED ON CROSS-CALIBRATION TO ETM+ USING BAND 3
NORMALIZED REFLECTANCE-BASED RESULTS FROM TABLES III AND IV
V. CONCLUSION
The results above demonstrate that even the “simplest”
cross-calibration problem can suffer from difficult to overcome
uncertainties. Likewise, the “precision-poor” reflectance-based
data can be conditioned much like desert data are culled for
solar-view geometry to improve the precision of the method
to that approaching the cross-calibration data sets. It is the
breadth of the vicarious data available and the combination
of these approaches along with the prelaunch characterization
and calibration and the onboard calibration information that are
critical in developing the most accurate and precise approaches
to sensor radiometric calibration.
The most important aspect of combining calibration ap-
proaches is that it readily allows the inclusion of SI-traceable
approaches and this will permit determining biases in a single
given approach relative to the others. Doing this for multiple
types of vicarious approaches makes it possible to compare
results from different methods. For example, the coincident
view results from ASTER showed a large level of scatter. The
reflectance-based results showed similar levels of degradation
as the MODIS cross-calibration but both methods disagree
with the onboard calibrator data. This is critical to allowing
the vicarious results to be used to evaluate the sensors at an
unprecedented level.
The key conclusion from this work is that it is feasible
to cross-calibrate sensors at a 1–2% level. The SI-traceable
nature of the in situ transfer standard allows this level of
cross-calibration even in situations when there are gaps in the
data sets. Results are improved if the ground measurements
are made in a consistent fashion but the ultimate goal should
be to make measurements in a traceable fashion with high
precision. The power of such a method should be clear when
considering the lifetime records of Landsat and MODIS. The
goal is to continue these data records through the Landsat Data
Continuity Mission and subsequent MODIS-like sensors into
the future. At the time of this writing, TM has already failed and
it is possible that ETM+ may not be operational by the launch of
LDCM. Likewise, both Aqua and Terra MODIS could fail prior
to the launch of their follow-on missions. The in situ transfer
standard allows for a consistent data record across any gaps in
data collections permitting the future sensors to be put on the
same radiometric scale as the current sensors.
Combining the in situ transfer standard with the desert site
intercomparisons naturally leads to the attempt to place the
intercomparison data sets on an absolute scale with SI trace-
ability. Doing so would provide an approach with the gap-
tolerance of the in situ method with the trending capabilities
of the intercomparison data sets. The added benefit is that
improvements to the on-orbit sensors would go hand in hand
with improved understanding of surface reflectance character-
ization, atmospheric measurement, and radiative transfer code
improvements.
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